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Subject : CRT with quick heating cathode (D14 - 302GH/93) 

Starting with the PM3262/07 and the PM3263/03 CRT’s with a quick heating cathode (D14 - 302GH/93) are 
mounted in the instruments. 

If such CRT's are used as replacement tube for PM3262/01/..../06/ and for PM3263/01/02/ instruments, these 
instruments have to be modified in the following way. 

— Wire on point 14 of the CRT socket must be disconnected from point 14 and soldered on point 13. 

— A resistor R2090 of 1,96 MR30 — '/j%must be added between the points 13 and 14 of the CRT socket 
(see figure) 
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